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TESTING  OP  FLOATED  GYROSCOPES 

G.A.  Slomyanskly 
Candidate  of  Technical  Sciences 

During  recent  years,  reports  have  appeared  in  the  foreign 
literature*  on  the  operating  principle  and  production  of  rotating 
apparatus  for  use  In  testing  floated  gyroscopes.  Ihese  devices  are 
single-axis  Integrators  or  Integrating  drives.  The  setting  and 
sensing  element  In  such  an  apparatus  Is  the  floated  Integrating  gy¬ 
roscope,  which,  as  we  know,  can  sense  very  low  angular  velocities. 

A  schematic  diagram  of  a  rotary  device  of  the  type  under  con¬ 
sideration  Is  shown  In  Pig.  1.  The  device  Is  Installed  on  a  base  3> 
which  Is  fitted  with  the  adjustable  legs  15,  and  mounted  oni  the 
massive  pedestal  16.  The  housing  4  with  the  motor  Inside  It  Is  carried 
on  the  base  3  on  the  XX  axis.  The  rotary  platform  1,  which  Is  turned 
by  the  motor.  Is  secured  to  the  shaft  2,  to  which  Its  plane  Is  per¬ 
pendicular.  The  XX  axis  and  the  shaft  2  must  be  rigorously  perpen¬ 
dicular.  The  XX  axis  must  be  horizontal,  and  this  Is  achieved  by 

adjusting  the  heights  of  the  feet  15. 

The  sector  13  with  holes  Is  secured  to  the  housing  4.  By  Insert¬ 
ing  the  positioning  pin  l4  In  the  appropriate  hole  In  the  sector  13» 
the  shaft  2  can  be  set  vertically,  horizontally,  or  at  a  required 
angle  to  the  horizontal  (this  method  of  giving  the  shaft  2  the  re¬ 
quired  position  Is  not  the  only  possible  one). 

We  shall  henceforth  assume  that  the  shaft  2  Is  occupying  Its  . 
vertical  position. 
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Cases  in  which  It  Is  necessary  that  the  shaft  2  occupy  some 
other  position  will  be  considered  when  we  describe  the  drift , testing 
of  Integrating  gyroscopes  at  the  end  of  this  paper. 

The  apparatus  Is  fitted  with  various  devices  for  precision 
measurement  of  the  angles  and  times  of  rotation  of  the  platform  1 
relative  to  the  base  3.  The  device  for  measurement  of  the  turn  angles 
must  have  a  sensitivity  threshold  of  at  most-  l/600^. 

•  The  floated  integrating  gyroscope  5  and  the  gyroscope  to  be 
tested  are  set  up  on  the  platform  1  (in  Fig.  1,  the  Instrument  to  be 
tested  is  not  shown).  In  drift  tests  of  Integrating  gyroscopes  and 
tests  for  performance  in  the  spatial-integration  mode,  the  gyroscope 
5  is  Itself  the  Instrument  tested.  In  these  cases,  therefore,  there 
Is  only  the  test  Instrument  aboard  the  platform. 

The  figure  axis  of  the  gyroscope  5  will  be  denoted  by  z  and 
directed  with  the  gyroscope's  Intrinsic  moment  H.  We  associate  the 
rectangular  coordinate  system  Oxyz^  with  the  gyroscope  housing.  The 
x-axls  Is  the  axis  of  rotation  of  the  gyroscope  frame  and  is  known 
as  the  Instrument's  output  axis;  the  y  axis  Is  the  Input  or.  In  other 
words,  the  measurement  axis  of  the  Instrument;  the  Zq-sxIs  Is  perpen¬ 
dicular  to  the  axes  x  and  y  and  forms  a  right  trihedron  with  them.  The 
floated  gyroscope  must  be  mounted  on  the  platform  1  In  such  a  way 
that  its  Input  axis  y  will  be  placed  collnear  or  parallel  with  the 
shaft  2  about  which  the  platform  rotates.  By  the  conditions  adopted, 
therefore>^  the  y-axls  will  be  directed  vertically  upward.  The  angle 
through  which  the  gyroscope's  figure  axis  deviates  from  the  Zq  axis 
will  be  denoted  by  0.  This  angle  Is  shown  In  the  direction  In  which 
It  Is  reckoned  positive. 

As  we  know,  a  floated  Integrating  gyroscope  has  a  pickup  and  a 
setter;  the  latter  is  sometimes  known  as  the  torque  pickup.  The  . 
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Fig.  1.  Schematic  diagram  of  rotary 
apparatus.  1)  Rotary  platform;  2)  plat-  . 
form  shaft;  3)  base  of  apparatus;  4) 
housing  with  motor;  5)  floated  Inte.- 
grating  gyroscope;  6)  output  winding  of 
gyroscope  pickup  (represented  schematic¬ 
ally)  ;  7)  control  winding  of  gyroscope 
setter  (represented  schematically); 

8)  voltmeter  for  measurement  of  volt¬ 
age  9)  amplifier;  10)  mllllam- 

meter  for  measurement  of  current 

11)  voltage-divider  slide;  12)  voltage 
divider;  13)  perforated  sector;  l4)  lo¬ 
cating  pin;  15)  adjustable  feet  of 
base  3;  16)  pedestal.  A)  B) 


[angle]  pickup  has  the  function  of  producing  an  electrical  signal  in 
the  form  of  a  voltage  that  is  proportional  to  the  angle  B.  This 

voltage  is  picked  off  its  output  winding  6  (represented  schematically 
in  Fig.  1).  The  function  of  the  setter  is  to  apply  to  the  gyroscope 
(about  its  X  axis)  a  torque  proportional  to  the  current  de- 
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llvered  to  the  control  winding  7  of  the  setter  (this  winding  Is  also 
represented  schematically  In  Fig.  1). 

In  this  apparatus,  the  setter's  secondary  winding  may  be  fed,  for 
example,  from  the  voltage  divider  12.  The  required  current  value 
Is  set  by  moving  the  slide  11  and  checking  the  mllllarrjTieter  10.  The 
voltage  is  f'ed  to  the  input  of  the  amplifier  9-  The  stator  con¬ 

trol  winding  of  the  motor  In  the  housing  4  is  connected  to  the  ampli¬ 
fier  output. 

Now  let  us  consider  the  operation  of  the  apparatus.  The  appara¬ 
tus  must  Insure  rotation  of  the  platform  1  In  Inertial  space  about 
the  y-axls  with  any  constant  absolute  angular  velocity  ui  from  a  small 

fraction  of  the  Earth's  rate  of  diurnal  rotation  to  to  speeds  of  the 

z 

order  of  10-20  rad/sec.  To  set  the  platform  1  Into  rotation  with  the 
required  absolute  angular  velocity  to,  It  Is  necessary  to  apply  the 
corresponding  current  to  the  setter's  control  winding.  Acted  upon 
by  this  current,  the  setter  applies  to  the  gyroscope  a  torque  (Plg.  2) 

(1) 

where  =  const  Is  the  torque  generated  by  the  setter  at  a  current 

hi '  1 

The  direction  of  the  torque  la  determined  by  the  polarity  or 
phase  of  the  current  (the  setter  may  operate  on  either  direct  or 
alternating  current).  We  shall  consider  a  current  ^zd  to  be  positive 
If  It  sets  up  a  positive  moment  l.e.,  a  moment  directed  along 

the  positive  axis  x.  Here  and  below,  the  torque  vector  will  be  directed 
along  the  appropriate  axis  In  such  a  way  that  (viewed  from  the  end) 
the  rotation  due  to  the  torque  Is  counterclockwise.  We  shall  observe 
this  same  rule  for  the  angular  velocities  and  the  gyroscope's  Intrinsic 
moment  H. 

The  torque  causes  the  gyroscope  to  rotate  about  the  x-axis. 
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As  a  result,  a  voltage 


J 


(2) 


where  =  const  Is  the  sensitivity  of  the  pickup  In  v/rad,  appears 


Fig.  3.  Illustrating  opera 
tion  of  rotary  apparatus 
with  =  0.  1)  Rotary 

platform;  2)  floated  Inte¬ 
grating  gyroscope. 


at  the  pickup  output. 


Fig.  2.  Illustrating  opera¬ 
tion  of  rotary  apparatus 
with  current  I^^  applied  to 

control  winding  of  setter. 

1)  Rotary  platform;  2)  float 
ed  Integrating  gyroscope. 

A) 


{ 


4 


The  voltage  Is  fed  through  the  amplifier  to  the  control 

winding  of  the  motor  (see  Fig.  1).  The  motor  begins  to  turn  the  shaft 
2  with  the  platform  1.  The  direction  of  this  rotation  will  be  such 
that  the  torque  produced  by  it  (see  Pig.  2) 

will  oppose  the  torque 

The  voltage  will  always  cause  rotation  of  the  motor  In 

such  a  direction  as  to  set  up  a  gyroscopic  moment  G  that  tends  to 

bring  the  gyroscope  figure  axis  z  Into  coincidence  with  the  z^-axls,. 

l.e.,  to  reduce  the  angle  3  to  zero  and  thereby  reduce  the  voltage 

U  to  zero.  At  the  end  of  the  transient  response,  which  should  oc- 
vyxn 

cupy  a  very  short  time,  the  motor  will  be  turning  the  platform  with 
a  constant  absolute  angular  velocity  ui  at  which  the  gyroscopic  moment 
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G  will  be  equal  In  magnitude  to  the  moment  l.e.  [see  Expressions 

(3)  and  (1)], 

//— 

Prom  this,  the  platform's  rate  of  rotation  In  the  steady-state  mode 
will  be 


(^) 

Thus,  a  single  absolute  angular  velocity  o)  of  the  platform  will  cor¬ 
respond  to  each  value  of  the  current 

In  the  steady-state  mode,  l.e.,  with  Izd  =  const  and,  accordingly, 
0)  =  const,  the  gyroscope  figure  axis  z  will  be  Inclined  from  the  Zq 
axis  through  a  certain  angle  necessary  to  produce  the  voltage 
required  to  turn  the  platform  at  a  velocity  to.  For  positive  values  of 
the  current  and,  consequently,  of  the  velocity  co,  the  angle  3*  will 
be  negative.  Let  us  note  that  the  parameters  of  the  apparatus  should 
be  selected  such  that  the  angle  3*  will  be  small  for  all  possible 
values  of  the  velocity  u),  since  otherwise  the  horizontal  component 
of  the  angular  velocity  to  of  the  Earth's  diurnal  rotation  will  In- 
fluence  the  performance  of  the  device.  It  follows  from  the  above 
reasoning  that  at  I^^  =  0,  the  absolute  rate  of  rotation  of  the 
platform  about  the  y-axls  must  be  zero.  Let  us  demonstrate  this  (Fig. 
3). 

At  I^^  =  0,  the  torque  =  0.  But  since  the  apparatus  Is  turn-- 
Ing  together  with  the  Earth  about  the  vertical  In  Inertial  space,  or, . 
In  other  words,  about  the  y-axls  at  a  velocity  u)_  sin  ^  (q)  Is  the 
latitude  at  which  the  rotary  apparatus  Is  being  used) ,  a  gyroscopic 
moment  -Ha)_  sin  q>  will  act  about  the  x-axls  and  deflect  the  gyroscope 
figure  axis  z  away  from  the  axis  Zq,  As  a  result,  a  voltage  will 

appear  at  the  pickup  output  and  start  the  motor.  The  latter  will  begin 
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to  turn  (adjust)  the  platform  1  In  a  direction  opposed  to  that  of  the 
velocity  sin  (p,  l.e.,  clockwise.  If  we  view  It  from  the  positive 
end  of  the  y-axls. 

At  the  end  of  the  brief  transient  response,  a  mode  In  which  the 
platform  rotates  with  respect  to  the  apparatus  base  at  a  velocity 
-u)^  sin  9  will  have  been  established;  only  with  such  a  relative  plat- 
form  speed  will  the  gyroscopic  moment  acting  about  the  x-axls  be  re¬ 
duced  to  zero,  since  the  absolute  velocity  ao  of  rotation  of  the  plat¬ 
form  about  the  y-axls  will  be  zero. 

In  the  apparatus  under  consideration,  therefore,  the  rotation 
velocity  of  the  platform  In  inertial  space  about  the  vertical  (y-axls) 
will  also  be  zero  for  =  0.  The  relative  angular  velocity  of  the 
platform,  l.e.,  its  velocity  relative  to  the  apparatus  base  (relative 
to  the  Earth)  will  in  this  case  be  -co^  sin  9.  For  /  0,  the  rela¬ 
tive  angular  velocity  of  the  platform 

The  velocity  may  be  determined  from  measurement  data  for  the 
angle  and  time  of  rotation  of  the  platform  about  the  y-axls  relative 
to  the  apparatus  base.  Knowing  we  may  determine  the  absolute 

angular  velocity  of  the  platform  by  the  formula 

•=•«.+•*,  sin  f.  (6) 

Let  us  write  the  equation  of  motion  of  the  platform  about  the  y-axls. 
For  this  purpose,  we  shall  first  consider  the  equations  of  the  indi¬ 
vidual  elements  of  the  rotary  apparatus. 

Floated  integrating  gyroscope.  The  following  torques  act  upon 
the  gyroscope  in  the  general  case  as  it  rotates  about  the  x-axis: 

a)  the  gyroscopic  mpment  determined  by  Equality  (3),  which, 
taking  Expression  (6)  Into  account,  assumes  the  form 


b)  the  damping  moment 


where  is  the  specific  damping  moment  In  g-cm-sec; 

c)  the  moment  which  Is  determined  by  Equality  (1); 

d)  the  moment  of  the  Inertial  forces 

where  J  Is  the  moment  of  inertia  of  the  floated  gyroassembly  relative 
S 

2 

to  the  x«-axls  In  g-cm-sec  ; 

e)  the  moment  of  friction  in  the  supports  of  the  floated  gyro- 
assembly  +M^  (the  upper  sign  Is  taken  for  P  >  0  and  the  lower  sign 
for  3  <  0); 

f)  the  torque  due  to  imbalance  of  the  floating  gyroassembly,  the 
reaction  torques  of  the  pickup  and  setter,  the  torques  created  by  the 
current  leads  of  the  gyromotor,  and  other  detrimental  torques.  All  of 
these  torques  represent  disturbances  that  Interfere  with  normal  per¬ 
formance  of  the  Instrument.  Their  sum,  which  must  be  small  and.  If 
possible,  constant,  will  be  denoted  by 

Equating  the  sum  of  the  above  torques  to  zero,  we  obtain  the 
equation  of  motion  of  the  gyroscope  (floated  gyroassembly)  about  the 


x-axls; 


Dividing  this  equation  by  we  obtain 

rji+p— 

The  quantity  T  =  J_/K^  is  the  time  constant  of  the  Integrating 

gyroscope.  Since  normally  T  «  0.003  sec,  the  term  containing  T  may 

8  S 

be  disregarded  in  this  last  equation.  Then,  substituting  Equality  (2) 
Into  this  equation  after  first  differentiating  It  once  with  respect 
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to  time,  we  obtain  the  equation  of  the  floated  Integrating  gyroscope: 

It  was  noted  above  that  the  moment  Mp  Is  the  sum  of  moments 

governed  by  various  causes.  However,  all  components  of  this  moment 

may  be  classified  Into  two  basic  categories:  systematic  components 

M  and  accidental  components  M  -i .  It  Is  evident  from  Equation 

■^p.slst 

(7)  that  If  a  current 

I  f  Mttjgtei 


Is  fed  to  the  secondary  setter  winding,  the  Influence  of 
be  eliminated. 

As  concerns  the  moment  Mp  g]^»  other  hand.  It  cannot  be 

compensated.  This  moment  will  cause  a  random  drift  of  the  rotary 
platform  and,  consequently,  will  be  one  of  the  most  Important  factors 
determining  the  ultimate  potential  of  the  rotatlng-platform  apparatus 
In  the  area  of  low  angular  velocities.  As  a  result,  a  floated  Inte¬ 
grating  gyroscope  In  which  the  frictional  moment  and  the  moment 
are  practically  zero  must  be  used  In  the  rotary-platform  apparatus. 
Let  us  assume  that  this  requirement  Is  satisfied  and  that  the  moment 
Mp  Is  compensated  by  the  current  Ij^. 

Then  Equation  (7)  for  the  floated  Integrating  gyroscope  assumes 


the  following  final  form: 

Km 


Here,  as  earlier,  designates  the  current  fed  to  the  control  wind¬ 
ing  of  the  setter  to  turn  the  platform  with  the  required  speed.  The 
compensation  current  Ij^  which  Is  constantly  fed  to  the  same  winding 
Is  not  part  of  The  voltage  given  by  Equation  (8)  is  fed  to 

the  amplifier  Input. 

Amplifier.  The  amplifier  components  Include  a  voltage  amplifier, 
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a  converter  element,  and  a  power  amplifier.  Assuming  the  voltage  am¬ 
plifier  to  be  linear  and  lag-free,  we  find  that  Its  output  voltage 

(9) 

where  =  const  Is  the  gain  of  the  voltage  amplifier. 

The  function  of  the  converter  element  Is  to  convert  the  voltage 
^vykh’  thing,  the  voltage  U  In  conformity  with 

some  desired  functional  relationship  with  the  objective  of  assuring 
the  required  dynamic  and  static  behavior  of  the  system.  As  we  know, 
the  nature  of  the  conversion  effected  by  the  converting  element  Is 
determined  by  the  control  law  adopted.  In  the  rotary-platform  device 
under  consideration,  it  is  expedient  to  effect  control  by  the  magnl- 
tude  of  the  voltage  and  its  first  time  derivative  U^yj^^*  Intro¬ 

duction  of  the  derivative  into  the  control  law  will  assist  in  shorten¬ 
ing  the  transient-response  time,  i.e,,  reducing  the  time  after  which 
the  platform  will  be  rotating  with  a  practically  constant  angular 
velocity  (JO  after  passage  of  the  current 

Thus,  we  assuiiie  that  the  converter  element  converts  the  voltage 
U  Impressed  upon  its  input  into  a  voltage  that  is  proportional  to 
U  and  U.  One  or  another  of  the  correcting  circuits  used  In  servosys- 
tems  to  deliver  alternating-current  error  signals  (In  our  case,  the 
voltage  U^yj^^  or,  what  Is  the  same  thing,  the  voltage  U)  may  be  used 
as  such  a  converting  element.  For  such  circuits.  Up  may  be  expressed 
as  follows  as  a  function  of  U: 

(10) 


where  Kp  =  const  is  the  gain  of  the  converting  element,  Tp  Is  the 
time  constant,  and  n  Is  a  constant  coefficient. 

The  converter- element  output  voltage  Up  Is  fed  to  the  power- 
amplifier  Input.  At  Its  output,  we  obtain  a  voltage  (we  assume  the 
power  amplifier  to  be  linear  and  lag-free) 
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Fig.  4.  Typical 
form  of  motor 
mechanical  char¬ 
acteristics. 


Fig.  5.  Typical  form 
of  motor  speed  char¬ 
acteristics. 


which  Is  the  output  voltage  of  the  entire  amplifier.  From  Equations 
(9),  (10)  and  (11),  we  obtain  the  over-all  equation  of  the  amplifier; 

(12)  . 


where 


const. 


(13) 


The  voltage  is  fed  to  the  motor  control  winding  and  the  motor  sets 
the  rotary  platform  turning. 


Motor  with  platform.  Let  us  assume  that  a  two-phase  Induction 
motor  with  a  high  rotor  resistance  Is  employed  In  the  apparatus.  Use. 
of  an  induction  motor  is  advisable  because  without  a  collector  and 
brushes  It  can  begin  turning  at  a  pickup'  voltage  lower  than  that  for 
a  direct-current  motor  -  a  very  Important  point  for  attainment  of 
platform  rotation  at  very  low  angular  velocities.  Moreover,  an  in¬ 
duction  motor  requires  an  amplifier  of  lower  power  than  a  direct- 
current  motor,  since  the  major  part  of  the  power  that  It  draws  Is 
taken  directly  from  the  line.  An  elevated  rotor  resistance  Is  required 
so  that  the  motor  will  have  a  "hard"  characteristic  and  operate  stably 
at  low  speeds. 


The  electromechanical  time  constant  of  the  motor,  which  charac- 
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terlzes  Its  pickup  process  In  the  transient  mode,  Is  proportional  (all 
other  parameters  the  same)  to  Its  velocity  In  the  steady-state  mode. 

To  reduce  the  electromechanical  time  constant,  an  attempt  should  be 
made  to  reduce  the  motor's  speed  In  the  steady- state  mode  by  reducing 
Its  synchronous  speed  at  the  expense  of  Increasing  the  number  of  pole 
pairs  of  the  motor  winding  and  the  frequency  of  the  power  voltage. 

The  maximum  steady- state  speed  of  the  motor  used  In  the  rotary- 
platform  apparatus  under  consideration  must  be  low.  This  makes  It 
possible  to  have  the  motor  multipolar  and  thereby  produce  a  small 
electromechanical  time  constant.  As  concerns  the  power- voltage  fre¬ 
quency,  It  should  be  equal  to  the  frequency  of  the  voltage  fed  to  the 
excitation  winding  of  the  Integrating  gyroscope's  pickup. 

Let  us  assume  that  the  mechanical  and  speed  characteristics  of 
the  motor  =  f(M^y)  and  =  f(Uy)  take  the  forms  shown  In  Figs. 
4  and  5.  For  small  values  of  these  characteristics  may  be  re¬ 

garded  as  linear  and  It  may  be  assumed  that  the  motor  torque 

M. - (l'*) 

where  •  • 


Is  the  "rigidity”  of  the  motor's  mechanical  characteristic  and 


In  the  range  of  low  speeds,  the  coefficients  and  vary 
little.  Consequently,  they  may  be  assumed  constant  and  determined  di¬ 
rectly  from  the  segments  of  the  motor  characteristics  that  correspond 
to  low  speeds. 

The  minus  sign  appears  before  the  first  term  In  the  right  member 
of  Expression  (l4)  fox'  the  following  reasons.  As  was  noted  earlier, 
positive  angular  velocities  of  the  platform  must  correspond  to  positive 
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currents  Consequently,  for  positive  currents  1^^,  the  motor 
torque  must  also  be  positive.  But  with  positive  currents  the 
angle  B  will  be  negative;  consequently,  the  voJtage  will  also 

be  negative  because  its  sign  is  the  same  as  that  of  the  angle  B.  (See 
Formula  (2)].  Since  the  voltage  U^yj^^  is  an  alternating  voltage,  its 
sign  will  be  determined  by  its  phase,  which  changes  by  l80°  when  the 
sign  of  the  angle  B  changes.  Let  us  assume  that  the  phase  of  the 
voltage  is  the  same  as  the  phase  of  the  voltage  Then  nega¬ 
tive  voltages  will  correspond  to  positive  currents  Consequently 

the  sign  of  the  moment  must  be  opposite  the  sign  of  the  voltage  U^, 
and  this  explains  the  minus  sign  in  Expression  (l4)  in  front  of  the 


Fig.  6.  Relative  angu¬ 
lar  velocity  of  plat¬ 
form  as  a  func¬ 

tion  of  current  ^zd' 


The  equation  of  motion  of  the  rotary, 
platform  about  the  y-axls  (see  Fig.  1)  rela¬ 
tive  to  the  base  Of  the  device,  l.e.,  rela¬ 
tive  to  the  Earth,  may  be  written  in  the 


where  J  is  the  moment  of  inertia  of  the 


rotary  platform  with  all  devices  mounted  on 
it,  as  well  as  the  rotating  parts  of  the 


drive  (see  Fig.  l)  relative  to  the  y-axls  and  Mg  =  const  is  the  static 
moment  of  the  rotary  platform,  l.e.,  the  moment  on  the  shaft  2  governed 


by  friction  in  its  bearings  and  in  the  contact  rings  mounted  on  it  to 
supply  power  to  the  gyromotor,  pickup  and  setter,  feed  the  current 
Igjj,  and  pick  up  the  voltage  U^yj^^. 

Setting  M-  -  const,  we  disregard  any  of  its  possible  small  varl- 

9 

at Ions. 

The  minus  sign  should  be  taken  before  in  Equation  (17)  for 
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cDotn  >  0  and  the  plus  sign  for  <  0. 

Substituting  (1^)  in  (17),  we  obtain  the  equation  of  the  motor 
with  the  platform  In  the  following  form; 

(18) 

where 


Is  the  electromechanical  time  constant  of  the  motor  with  the  platform. 

Equations  (8),  (12)  and  (l8)  of  the  rotary-platform  elements 
enable  us  to  analyze  both  steady-state  and  transient  modes  of  motion 
of  the  rotary  platform.  Let  us  first  consider  steady-state  modes.  The 
motion  of  the  platform  will  be  said  to  be  steady-state  If 

/„- const  const,  ^,»const,  •0„»coMt 

Then  we  obtain  from  Equations  (8),  (12)  and  (l8)  the  following 
equations  for  the  steady-state  operating  mode  of  the  rotary  apparatus; 

M  («w. + »ln  ?)  - 

Let  us  consider  the  steady-state  modes  with  /  0  and  for 
I^d  =  0*  The  values  of  3,  and  In  the  steady-state  mode 

will  be  denoted  respectively  by  p*,  U*yj^j^,  U*,  and 

Steady- state  modes  with  /  0.  We  have  from  Equation  (20) 

3S«n  9 (/a-/J. 

where 

Thus,  in  the  steady-state  mode  with  ^zd  ^  ®  ,  the  relative 
velocity  (0*^^  of  the  platform  is  a  linear  function  of  the 


(23) 

(24) 

angular 

current  I  .. 

zd 


(20) 

(21) 

(22) 
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'^zd  “  ‘“otn  ~  ^  curve  of  the  velocity  as  a  function  of 

the  current  Is  shown  In  Pig.  6. 

Substituting  (23)  Into  Equation  (22),  we  find  that  In  the  steady 
state  mode,  the  output  voltage  of  the  amplifier  must  be 


where 

£/  -■  3— 

KmKtm  (26) 

Is  the  pickup  voltage  of  the  motor  loaded  by  the  platform. 

The  voltage  U*  may  also  be  represented  in  the  form 


In  Expressions  (25),  (27)  and  those  that  follow,  the  upper  sign 
snould  be  taken  before  the  voltage  and  the  moment  Mg  for  >  0 
and  the  lower  sign  for  <  0.  In  the  steady-state  mode  = 

=  ,  the  magnitude  of  the  current  I^^  may  also  be  used  as  a 

guide  in  selecting  the  sign.  For  the  upper  sign  should  be 

used,  while  the  lower  sign  should  be  used  when  I^^  <  I„.  We  find  from 
(2),  (21)  and  (2?)  that 


1 

KgfKj 


1 


K„K,Km 


(28) 


It  follows  from  this  that  If  the  angle  p*  may  not  exceed  the  maximum 
value  l0*i^ax  highest  possible  absolute  value  of  the  velocity 

the  amplifier  gain  must  be 

otn  max 

(29) 

It  is  evident  from  this  expression  that  the  smaller 
larger  must  be  the  amplifier  gain,  all  other  conditions  the  same.  It 
is  desirable  to  have  l3*l,a3j[  <  0.001, 
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The  torque  M_,  which  should  be  reduced  by  all  possible  means, 
s 

exerts  a  prime  Influence  on  the  quantity  K^.  The  value  of  diminish¬ 
es  with  increasing  and  K^y2* 

We  find  from  Equation  (21)  that  the  steady-state  value  of  the 
voltage 


(30) 


Steady- state  mode  with  =  0.  Setting  the  current  =  0  in 
(23),  we  find  that  in  this  case  the  steady-state  value  of  the  plat¬ 
form's  relative  angular  velocity 

(31) 

l.e.,  the  platform  will  turn  relative  to  the  base  at  a  speed  equal  in 
magnitude  and  opposite  in  direction  to  the  vertical  component  of  the 
angular  velocity  of  the  Earth's  diurnal  rotation.  Consequently,  the 
absolute  angular  velocity  o  with  which  the  platform  rotates  about  the 
vertical  will  be  zero  [see  Equation  (6)]. 

Substituting  (31)  in  (2?)  and  (2B),  and  taking  the  minus  sign 
before  and  Mg,  since  <  0,  we  obtain  for  =  0  , 


(32) 

a*  >  ^"S***^  1  f/  ^ 

(33) 

Transient  response  on  instantaneous  application  of  current  ^  = 

=  const  to  setter  control  winding.  In  this  case,  the  term  transient 
response  implies  the  time  variation  of  the  relative  angular  velocity 
of  the  rotary  platform,  during  which  the  rotary  platform  passes  from 
the  stationary  state  into  a  state  of  steady  rotation  at  a  velocity 
a)*^n  current  =  const  is  applied  momentarily  to  the  Inte- 

gratlng-gyroscope  setter.  Let  us  assume  that  at  the  point  in  time  t  « 

=  0,  when  the  current  =  const  is  momentarily  applied  to  the  setter, 
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\ 
t 

‘i 


I 


i 


“otn  =  Vn  “  “vykh  '  Vykh-  «u  =  “ou-  l«0ul  <  "tr' 

Due  to  the  presence  of  the  moment  Mg,  the  rotation  of  the  plat¬ 
form  relative  to  the  base  may  begin  only  when  the  amplifier  output 
voltage  is  larger  in  absolute  magnitude  than  the  pickup  voltage,  l.e., 

when  lu  I  >  U.  .  Consequently,  with  the  initial  conditions  that  we  have 
u  tr 

assumed,  the  transient  response  will  consist  of  two  stages. 

During  the  first  stage,  the  platform  will  remain  stationary 

=  m  =0).  This  stage  will  last  until  the  amplifier  output  voltage 
otn  ‘ 

has  an  absolute  magnitude  equal  to  that  of  the  pickup  voltage.  The 
first  stage  will  continue  from  t  =  0  to  t  =  t^^.  At  t  =  t^^,  we  shall 
have  |Uy|  -  U^^.. 

The  second  stage  will  begin  at  the  moment  when  the  platform  be¬ 
gins  to  turn,  l.e.,  at  t  =  t^^.,  and  will  continue  until  the  state  o'f 
steady  rotation  of  the  platform  at  a  speed  has  been  reached. 

Let  us  consider  each  of  these  stages  of  the  transient  response  in 
isolation. 

The  behavior  of  the  device's  elements  is  characterized  by  Equa¬ 
tions  (8),  (12)  and  (18).  Substituting  Expressions  (23)  and  (26)  into 
Equations  (8)  and  (l8),  respectively,  and  assuming  that  the  time  con¬ 
stant  T  is  sufficiently  small  to  permit  disregarding  the  term  con- 
P 

talnlng  Tp  in  the  left  member  of  Equation  (12),  we  obtain  the  equa¬ 
tions  of  the  rotary- apparatus  elements  in  the  form 

(34) 

(35) 

(36) 

where 


The  upper  sign  should  be  taken  before  11^.^,  with  >  0»  the 


lower  sign  with  <  0. 

Setting  =  0  In  Equation  (3^)»  we  find  that  the  system's  be¬ 
havior  In  the  first  stage  of  the  transient  response  Is  described  by 
Equations  (35)  and 

(38) 

Integrating  Equation  (38)  for  the  Initial  conditions 
at  t  =  0),  we  obtain 

U  — (39) 

Consequently,*  the  voltage  is  a  linear  function  of  the  time  t  In 

the  first  stage  of  the  transient  response. 

Substituting  (39)  and  (38)  in  (35),  we  obtain  the  variation  of 
the  voltage  during  the  first  stage  of  the- transient  response: 

+  (40) 

This  voltage  is  also  a  linear  function  of  the  time  t. 

We  find  from  (40)  that  the  amplifier  output  voltage  reaches  the 
pickup  voltage  value  after  a  time 

(41) 

Here,  the  same  sign  should  be  used  before  as  before  the  velocity 

u)*..  .  Other  conditions  the  same,  the  time  t.  ^  will  be  smaller  the 
otn  ur 

smaller  the  voltage  The  derivative  signal,  which  governs  the 
term  nTp  In  (4l),  shortens  the  time  t^^,. 

Let  us  denote  by  the  absolute  magnitude  of  the  angle  P  at 
which  the  amplifier  output  voltage  becomes  equal  In  absolute  magni¬ 
tude  to  the  voltage  Setting  the  voltage  equal  to  in 

Equation  (35)  and  substituting  Equalities  (2)  and  (38)  In  this  equa¬ 


tion,  we  obtain 


The  angle  P^.^  will  be  smaller  the  smaller  and  the  larger  and  n. 
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At  the  time  t^^,,  l.e.,  at  the  end  of  the  first  stage  and  the 
beginning  of  the  second  stage  of  the  transient  response,  we  shall 


have 


Let  us  now  pass  to  a  consideration  of  the  second  transient- response 
stage.  The  Initial  conditions  for  this  stage  will  be  Conditions  (43). 
During  the  second  stage  of  the  transient  response,  the  behavior  of  the 
device's  elements  will  be  described  by  all  three  Equations  (34),  (35) 
and  (36).  Excluding  and  from  these  equations,  we  obtain  a 

differential  equation  determining  the  variation  of  the  angular  velocity 
%tn  second  stage  of  the  transient  response: 


where 


2  K^KjKut  UKuKfKui^ 


(46) 

Let  us  assume  that  the  parameters  of  the  apparatus  have  been  se¬ 
lected  such  that  h  <  Vq.  Then  the  solution  of  Equation  (44)  for  the 
Initial  conditions  (43)  will  take  the  following  form: 


where 


Expression  (4?)  indicates  that  during  the  second  stage  of  the 
transient  response,  the  platform's  relativd  angular  velocity  will 
vary  in  damping  harmonic  oscillations  with  frequency  v  and  a  damping 
coefficient  h,  tending  as  t  »  to  a  steady- state  value 
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The  quantity  Vq  Is  the  natural  frequency  of  the  system's  undamped 
oscillations.  The  damping'  factor 


the  period 


(^9) 


(50) 


(51) 


and  the  damping  decrement 

Let  us  consider  the  nature  of  the  transient  response  given  by 
Expression  (4?)  as  a  function  of  the  parameters  of  the  apparatus. 
Here,  we  shall  use  relative  dimensionless  quantities: 
the  relative  dimensionless  velocity 

Z  wmjisa. 


and  the  relative  dimensionless- time 


(52) 


(53) 


The  velocity  Is  the  velocity  expressed  as  a  fraction  of 
the  velocity  The  time  t  Is  the  time  t^^  measured  In  fractions  of 
the  period  Tq  =  Stt/vq  of  the  free  undamped  oscillations. 

Substituting  (48),  (49),  (52)  and  (53)  in  (47),  we  obtain 


1 — l-r-*’8in(Kr^'+0. 

•is! 


(54) 


where 


(55) 

It  Is  evident  from  this  that  the  nature  of  the  second  transient- 
response  stage  is  fully  determined  by  the  magnitude  of  the  damping 

factor  b.; Figure  7  shows  transient-response  curves  obtained  with 

"T  I 

damping  {f actors  0.6,  0.7  and  0.8.  The  broken  lines  represent  the 
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geometrical  positions  of  successive  amplitudes  Ag,  and  so  forth. 
The  circles  on  the  broken  lines  denote  amplitudes  obtained  at  corres¬ 
ponding  damping  factors  b. 


Fig.  7.  Diagrams  of  second  stage  of  transient 
response  for  various  values  of  the  damping 
factor  b. 


The  period  of  variation  of  the  velocity  Is 

m  (56) 

While  the  damping  decrement  Is  determined  by  Formula  (51),  as  for  the 
velocity  c^Qj-n'  which  the  velocity  first  becomes  equal 

to  unity 


sial  itil 


(— •). 


(57) 


Thereafter,  =  0  at  Intervals  equal  to  T ^2. 

Curves  of  T^,  D,  t*  and  0  as  functions  of  the  damping  factor  b 
are  shown  In  Pig.  8.  These  diagrams  are  convenient  for  use  in  con- 
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UCl 
«r  or 


Mmsaml 


struct Ing  transient-response 
curves  for  b  <  1. 

If  the  parameters  of  the  de¬ 
vice  are  so  selected  that  b  =  0.8, 
the  damping  decrement  D  =  66.6  and, 


r 


V  ti  n 


consequently,  mx  =  ^  +  *1  = 

=  1.015.  This  value  will  be  reached 
at  T  =  T^2  =  5.24.  Thus,  If  b  = 
0.8,  will  not  exceed  by 


Pig.  8.  Curves  of  T  ,  D,  t,  and  ^‘5^  during, the  entire 

6  as  functions  of  damping  fac-  transient  response, 

tor  b. 

Now  that  we  have  examined  both 

stages  of  the  transient  response,  we  may  construct  the  diagram  of  the 
transient  response  as  a  whole.  For  b  =  0.8,  this  diagram  will  take  the 
form  shown  In  Pig.  9.  The  time  t  and  the  dimensionless  time  t  are  plot¬ 
ted  against  the  axis  of  abscissas.  The  segment  on  the  axis  of  abscissas 
equal  to  the  pickup  time  t^^  is  taken  arbitrarily,  since  It  is  required 

to  know  the  time  appearing  In  Formula  (4l) 

rl  m  _ 

/!  [ ^  to  compute  the  time  t.  . 

/"  ■  *  tr 

/  3  I  |i» 

/  j  J  (  Let  us  now  consider  how  the  voltages 

/  1 1  i 

j  I  *  '^vykh  ^u  during  the  second 

/  It  I 

I  /  I  I  I  stage  of  the  transient  process.  Substltut- 

.  /  J  I  I  ^  ^ 

V  Equation  (34)  and  Integrating, 

*  'we  obtain  an  expression  for  Then, 

Pig.  9.  Transient  re-  substituting  this  expression  and  Its  first 
sponse  for  b  =  0.8.  . 

derivative  In  Equation  (35),  we  obtain  an 
expression  for  U^.  The  Integration  constant  Is  found  from  the  first 
Initial  condition  (43).  Thus,  we  find  the  following  expressions  to 
determine  the  laws  of  variation  of  U^yj^  and  during  the  second 
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stage  of  the  transient  process; 

y  -  Ulu + — sin  K + 21). 


(58) 


(sin* » + (cos e - v^r,)lV-«  sln(rf, +•+•,).  ( 59 ) 


where 


•tal 


CMl-^ra  ^50) 

Expressions  (58)  and  (59)  Indicate  that  In  the  second  stage  of 
the  transient  response,  the  voltages  vary  In  the  same 

way  as  the  velocity  -  in  damping  harmonic  oscillations  with  a 

frequency  v  and  a  damping  coefficient  h,  tending  as  t  -»  «>  to  the 
steady- state  values  U*yj^^  and  U».  The  phases  of  the  voltages  and 

Uy  differ  from  the  phase  of  the  velocity  by  the  respective  angles 

e  and 

During  the  transient  response,  therefore,  the  voltages  and 

Uy  first  vary  linearly  up  to  the  time  t^.^  as  given  by  Equations  (39) 
and  (40) .  Beginning  with  the  time  however,  they  vary  In  damping 

harmonic  oscillations. 

The  fact  that  the  platform  begins  to  turn  not  Immediately  but 
only  after  a  lag  time  t^^,  has  passed  Is  highly  undesirable.  Consequent¬ 
ly,  the  parameters  of  the  apparatus  should  be  so  chosen  that  t^.^,  =  0, 
In  principle,  this  can  be  achieved  as  follows.  It  Is  necessary  to  se¬ 
lect  the  product  nTp  In  such  a  way  that  the  right  member  of  Expression 
(41)  will  be  zero,  l.e.,  so  that  t^^  =  0.  Setting  =  0  In  (41),  we 
obtain  the  following  value  for  nTp  at  which  the  lag  time  vahlshes; 


«r.. 


±Uff+KjUmm 


(61) 


The  presence  of  the  voltage  UQ^yj^^^i  which  Is  a  random  quantity. 

In  this  expression  renders  the  value  of  nTp  Indeterminate.  Consequent-, 
ly,  measures  should  be  taken  so  that  at  t  =  0,  l.e.,  when  the  current 
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^zd  applied,  the  voltage  UQyyjj^  will  practically  always  have  the 
same  small  value,  Insofar  as  this  Is  possible.  This  may  be  achieved, 
for  example,  by  connecting  the  gyroscope's  pickup  and  setter  In  the 
circuit  of  a  differential  gyroscope  with  feedback,  l.e,,  with  an 
"electric  spring"  before  the  current  Is  applied.  It  will  be  re¬ 
called  that  In  such  a  gyroscope,  the  voltage  Is  supplied  through 

an  amplifier  (we  shall  refer  to  this  as  the  feedback  amplifier)  to  the 
setter  control  winding.  With  this  hookup,  must  be 


(62) 


where  =  ^u'^^vykh  "  feedback-amplifier  gain,  which  Is 

equal  to  the  ratio  of  the  amplifier  output  current  to  the  voltage 
^vykh  l^P^^ssed  upon  Its  input. 

After  the  certain  amount  of  time  that  is  necessary  for  the  gyro¬ 
scope  to  reach  equilibrium,  l.e.,  for  the  output  voltage  of  the  pickup 
to  become  equal  to  the  magnitude  determined  by  Equality  (62),  the 
feedback  circuit  will  be  disconnected  (the  setter  will  be  cut  off 
from  the  output  of  the  feedback  amplifier),  and  simultaneously  the 
required  current  will  be  fed  to  the  setter. 

Substituting  (62)  In  (6I),  we  obtain 


nr.- 


The  gain  should  be  selected  such  that  the  second  term  In  the 

numerator  will  be  as  small  as  possible.  The  value  of  nTp  depends  on 

both  the  magnitude  and  the  sign  of  the  velocity  Consequently, 

for  the  time  t^^  to  be  zero  for  all  possible  values  of  the  velocity 

“otn*  value  of  nT^  should  be  set  equal  to  Its  maximum  possible 

value,  whlcn  will  occur  at  the  lowest  possible  positive  velocity  cu*  ..  : 

otn 


■I 


.) 

,v 


) 


\ 
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'  (63) 

Now  let  us  see  what  kind  of  transient  response  we  shall  have.  We 
assume  that  at  t  =  0,  when  the  current  Izd  =  const  Is  momentarily 
applied,  the  values  =  0  and  UQyyj^^  =  Substituting  these  . 

values  of  and  and  Equality  (63)  Into  Equations  (3^),  (35) 

and  (36),  we  obtain  for  t  =  0 

(611) 

It  will  be  recalled  that  the  upper  sign  should  be  taken  here  for  > 

>  0  and  the  lower  sign  for  o)*^^  <0. 

In  the  case  under  consideration  (at  t  =  0) 

lt/o,|*£/,,  for 

for  |<.1>1  “Sm  laii* 

As  a  result,  rotation  of  the  platform  will  begin  without  any  delay, 
l.e.,  simultaneuusly  witli  application  of  the  current  I^^  to  the  gyro¬ 
scope  setter.  In  this  case,  therefore,  the  transient  response  will  be 
described  from  beginning  to  end  by  the  differential  equation  (44). 
Integrating  this  equation  for  the  Initial  conditions  adopted,  we  ob¬ 


tain 


where 


tg#j— 


Expression  (65)  characterizes  a  damping  oscillatory  response  with 

a  frequency  v  and  a  damping  coefficient  h,  tending  to  a  steady-state 

value  of  0)*..  as  t  -*  ».  The  period  of  the  oscillations  and  the  damping 
otn 

decrement  are  determined,  as  before,  by  Formulas  (50)  and  (51)-  The 
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I 


please  angle  Is  now,  as  will  be  seen  from  (66),  a  function  of  the 

velocity  The  time  t,^  at  which  the  velocity  first  reaches 

the  value  uj*  „  will  be 
otn 


In  this  case,  the  voltages  will  be  determined  through¬ 

out  the  transient  response  by  the  expressions 


t'...-««+;^<-"sln(rf+V+IX 


where 


Xe-*'sln(v/+e,+«„), 


Expressions  (68)  characterize  damping  oscillatory  processes  with 
a  frequency  v  and  a  damping  coefficient  h,  tending  to  steady  values  of 

if  the  magnitude  of  nT  is  smaller  for  some  reason  than  (nT  )^^, 

*  F 


then  with 


«^TP  +  /.  ^ 

_ 

K,Kj,r, 


the  transient  response  will  consist  of  the  two  stages  examined  above; 
rotation  of  the  platform  will  begin  with  a  time  lag  t^^.  There  will  be 
no  lag  for  speeds  the  absolute  magnitude  of  which  Is  equal  to  or 
greater  than  the  right  side  of  Inequality  (70). 

All  of  the  above  conclusions  were  made  on  the  assumption  that  the 
systematic  component  of  the  disturbance  moment  is  compensated  by  a 
current  Ij^  and  that  Its  accidental  component  and  the  frictional  mo¬ 
ment  In  the  supports  of  the  floated  gyroassembly  are  zero.  However,  It 
Is  virtually  Impossible  to  achieve  all  of  these  things  In  full  measure, 
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so  that  both  the  moment  Mp  and  the  moment  will  exert  a  certain  In¬ 
fluence  on  the  performance  of  the  rotary  device.  Let  us  consider  the 
basic  aspects  of  this  Influence. 

Influence  of  moments  Mp  and  on  performance  of  apparatus. 

Assume  that  M^  =  const.  The  moment  Mp  will  be  regarded  as  constant  In 
both  magnitude  and  sign  to  simplify  the  reasoning  to  follow.  In  addl- 
tlon,  we  shall  assume  that  the  gyroscopic  moment  produced  by  the  ver¬ 
tical  component  of  the  Earth's  diurnal  rotation  is  considerably  larger 
than  the  sum  of  the  moments  M^  and 

//••3Sln?>|^+Afal.  (71) 

as  must  be  the  case  with  floated  gyroscopes. 

The  right  member  of  Equation  (7)  is  the  sum  of  the  torques  acting 
on  the  floated  gyroassembly,  taken  with  its  sign  reversed.  Let  us  de¬ 
note  this  sum  by  M;  then  we  have 

(72) 

The  first  term  in  the  right  member  of  (72)  is  the  gyroscopic  moment 
that  arises  due  to  the  presence  of  the  platform's  relative  angular 
velocity  If  ^otn  “ 

(73) 

The  first  three  terms  of  the  right  member  of  (73)  are  active  torques. 
Let  us  denote  their  sura  by  M_.  Motion  of  the  floated  gyroasserably 
about  its  axis  can  begin  only  provided  that  |M-|  is  larger  than  M.. 
This  condition  may  be  written  in  the  form  of  the  inequality 

Thus,  for  the  floated  unit  to  begin  to  rotate  with  a  velocity  3  <  0, 
and,  consequently,  for  the  platform  to  begin  rotation  with  a  velocity 
“otn  ^  following  inequality  must  be  satisfied: 

From  this,  we  find  that  in  our  case  we  must  have  >  I^: 
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Accordingly,  for  the  floated  gyroassembly  to  begin  turning  at  a  speed 

P  >  0  and  for  the  platform  to  begin  to  rotate  at  a  speed  u)  0  the 

otn  * 

following  equality  must  be  satisfied: 

— { — //ii»3  sin  o  + + Al,)  > 

It  follows  from  this  inequality  that  the  current  must  be  smaller 
than  the  current 

■  *  (75) 

At  currents  that  satisfy  the  inequality 

A</«</„  (76) 

the  floated  gyroassembly  will  remain  stationary  (p  =  0) . 


If  now 


Pig.  10.  Magnitude  and  loca¬ 
tion  of  dead  zone. 


the  platform  will  also  be  stationary 
=  0)  •  The  quantity 


All 


will  be  a  dead  zone.  This  zone  Is  situated  symmetrically  relative  to 


the  current 


It  is  evident  from  this  that  If  >  0,  then  I^  <  I#,  while  when.  Mp  < 

<  0,  I^  >  I<j. 

Thus,  the  torque  M^.  dictates  the  presence  of  a  dead  zone  whose 
size  Is  determined  by  Equality  (77) .  The  location  of  this  zone  depends 
on  the  magnitude  and  sign  of  the  torque  Mp.  A  clear  graphic  Interpreta¬ 
tion  can  be  provided  for  the  above.  For  this  purpose,  values  of  the 

current  I^^  will  be  laid  off  (on  some  scale)  along  the  axis  01  .  with 

zd 
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its  origin  at  point  0,  which  corresponds  to  the  zero  value  of  (Fig. 
10).  Laying  off  the  values  Ig,  determined  by  Expressions  (75) » 
(74)  and  (78)  on  the  axis,  we  obtain  a  clear  presentation  of  the 
location  and  size  of  the  dead  zone,  which  is  marked  by  the  heavy  line. 

The  larger  the  smaller  will  be  the  dead  zone  and  the  shorter 
the  displacement  of  its  center  relative  to  the  current  I*,  all  other 
conditions  the  same. 

Expressions  (77)  and  (78)  enable  us  to  determine  the  quantities 

and  M  from  known  currents  I,  and  The  values  of  the  currents 
t  p  i- 

and  Ig,  on  the  other  hand,  can,  in  principle,  be  determined  by 
smooth  delivery  of  the  current  to  the  setter  with  simultaneous 
measurement  of  the  voltage  If  I^  and  Ig  are  known,  then 

(79) 

(80) 

Excluding  and  from  Equations  (7),  (35)  and  (36),  we 

obtain  the  following  differential  equation,  which  describes  the  time 
variation  of  the  relative  angular  velocity  of  the  platform,  on 

instantaneous  application  of  a  current  ^zd  const  to  the  gyroscope 
setter  when  the  current  does  not  satisfy  Inequality  (76): 


It  will  be  recalled  that  the  upper  sign  must  be  taken  before  M^.  for 
•  • 

P  >  0  and  the  lower  sign  for  P  <  0. 

Equation  (81)  is  analogous  to  the  equation  of  damping  oscilla¬ 
tions  of  a  point  In  the  simultaneous  presence  of  a  resistance  propor¬ 
tional  to  the  first  power  of  velocity  and  Coulomb  friction.  Such  an 
equation  was  Investigated  In  detail  by  B.V.  Bulgakov*.  Coulomb  fric¬ 
tion  does  not  Influence  the  period  of  oscillation.  Consequently,  the 
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oscillation  period  In  this  case  will  be  determined  by  Formula  (50), 
as  with  =  0.  The  velocity  will  reach  Its  steady-state  value  by 
way  of  damping  oscillations  executed  about  two  alternating  equilibrium 
positions  determined  by  the  sign  of  the  velocity  p.  It  will  be  seen 
from  Equation  (8l)  that  with  3  <  0,  the  oscillations  will  be  perfomed 
about  a  value  equal  to 


(82) 


and  with  3  >  0  about 


n 


where 


(83) 


••  •  ,  Mg 

•flw  T  ^ 


(84) 


Is  the  steady-state  velocity  at  =  0. 

The  steady-state  value  of  the  velocity  which  we  shall  denote 

by  to***,  will  occur  between  and  uJgotn  equal  to  one 

of  these  velocities: 


•ott  ^ 


(85) 


The  dependence  of  the  velocities  “^2otn  “^otn 

current  are  shown  In  Fig.  11.  The  point  corresponding  to  the 
velocity  value  o)*^*  obtained  at  a  certain  arbitrary  current  1^^^  will 
occur  In  the  hatched  region  somewhere  on  the  segment  AC  (Fig..  11).  If 
the  velocity  cu***  Is  reached  at  3  >  0,  then  the  value  u)*^*  will  be  de¬ 
termined  by  some  point  on  the  segment  BC;  If,  on  the  other  hand, 

Is  reached  at  a  3  <  0,  Its  value  will  be  determined  by  one  of  the 
points  of  segment  AB.  However,  It  Is  apparently  Impossible  to  predict 
In  advance  on  precisely  what  part  of  the  segment  AC  the  point  defining 
the  value  of  the  velocity  (o***  will  occur  under  real  conditions. 

Thus,  the  presence  of  the  moments  >L  and  results  In  the 


Fig.  11.  Diagram  of  velocities 

.  and  a)*f  as  functions  of  current 
2otn  otn 


platform  rotating  not  at  a  velocity  but  at  a  velocity  In  the 

steady-state  mode  for  a  given  current  The  limiting  values  of  the 
velocity  are  equal  to  u>2otn  “2otn’ 


All  other  conditions  the  same,  this  error  will  be  smaller  the 


larger  the  gyroscope's  moment  H.  Consequently,  a  gyroscope  with  the 
largest  possible  intrinsic  moment  should  be  employed.  Here,  it  must 
be  remembered  that  an  increase  in  H  results  in  a  decrease  in  the 


slopes  of  the  straight  lines  expressing  the  velocities  “lotn* 

“2otn  “otn  functions  of  the  current  ^zd  (see  Figs.  6  and  11). 
The  maximum  relative  error  expressed  in  per  cent  Is 
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100. 


(87) 


The  maximum  absolute  value  of  this  error 

-  wl-ml  (88) 

If  It  Is  required  that  the  error  for  a)J^^  =  not  exceed 

a  certain  specified  magnitude,  the  condition 

must  be  observed. 

Thus,  for  example,  with  H  =  100  g-cm-sec,  I^^Q^nlmln  ”  0*00001  rad/ 
/sec  «  2°/hour,  and  =  1%,  It  Is  necessary  that  |Mp|  +  < 

<  0.00001  g-cm  =  0.1  mg-mm.  If,  on  the  other  hand,  a  gyroscope  with  H  = 
=  10,000  g-cm-sec  Is  taken,  then  |Mp|  +  <  0.001  g-cm  =  10  mg-mm  Is 

permissible. 

If  at  t  =  0  with  lUQyyjj^l  <  U^j.,  a  current  I^^j  =  I*  Is  fed  to 
the  gyroscope's  setter,  then  with  |Mp|  >  the  platform  will  go  Into 
rotation  with  a  certain  speed  the  maximum  value  of  which  will  be 
(ZtoJ^n)pr  Equation  (86)3*  Consequently,  (^Jtn^pr 
ferred  to  as  the  maximum  possible  drift  rate.  As  we  have  already  noted, 
this  velocity  will  be  the  smaller  the  larger  H.  If,  on  the  other  hand, 
iMpI  <  M^,  the  platform  will  not  be  able  to  start  rotating  at  all. 
Consequently,  with  |Mp|  <  M^,  there  will  be  no  drift.  However,  this 
does  not  mean  that  it  Is  necessary  to  Increase  the  moment  to 
eliminate  drift,  since  when  I^^j  /  I*,  an  increase  In  will  result  In 
an  Increase  In  the  maximum  values  of  the  absolute  and  relative  errors 
(Au)*tn)pr  ®raax*  Consequently,  all  measures  should  be  taken  with 
the  gyroscope  used  In  the  apparatus  to  minimize  both  the  torque  Mp 
and  the  torque 

It  was  noted  above  that  if  the  moment  Mp  =*  const.  It  may  be  com-^ 

/  ... 


pensated  by  supplying  an  appropriate  current  to  the  setter.  We  see 

from  (86)  and  (88)  that  If  the  torque  Mp  Is  compensated,  the  error 

will  be  due  solely  to  the  moment  M^,  and  there  will  be  no  drift  at 

all.  In  reality,  however,  Mp  ^  const  and  only  Its  systematic  component 

can  be  compensated.  Hence  both  the  error  and  the  drift  will  be 

governed  under  real  conditions  by  the  accidental  component  of  the 

moment  M  and  by  the  moment  M,.,  whlcn,  as  a  result,  should  be  mlnl- 
P  t 

mized. 

The  actual  value*s  of  the  errors  generated  by  the  torques  Mp  and 

M,.  can  be  determined  only  experimentally;  for  this  purpose,  various 

currents  I  ,  should  be  applied  to  the  setter  and  the  velocities 

zd  "  otn 

obtained  in  this  process  determined.  The  error  values  should  be  com¬ 
puted  by  the  formulas 


The  values  of  are  figured  by  Formula  (23). 

The  above  considerations  concerning  the  influence  exerted  by 
the  torques  Mp  and  M^  on  the  performance  of  the  device  must  be  taken 
Into  account  in  selecting  the  gyroscope  for  it.  In  selecting  the 
parameters  of  the  device,  on  the  other  hand,  the  moments  Mp  and  M^  may 
be  disregarded  In  view  of  their  small  magnitude. 

Use  of  reducing  gear.  In  describing  the  operating  principle  and 
investigating  the  performance  of  the  rotary-platform  apparatus,  we 
assumed  that  the  drive  motor  was  mounted  directly  on  the  rotary- 
platform  shaft  (see  Fig.  l).  All  considerations  developed  from  this 
and  all  relationships  derived  remain  valid  also  for  the  case  in  which 
rotation  of  the  platform  is  effected  off  the  motor  through  a  reducing 
gear  that  has  no  backlash.  When  a  reducing  gear  is  used,  it  is 
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I 


necessary  to  multiply  the  motor  torque  In  Equation  (17)  by  the 
reducer's  ratio  1.  In  all  subsequent  formulas  containing  the  coefficient 
K^vi>  it  should  accordingly  be  replaced  by  the  product  More¬ 

over,  when  the  reducer  is  present,  the  moment  J  will  be  a  reduced 
moment  of  inertia.  With  increasing  1,  the  required  value  of  will 
be  reduced  by  a  factor  of  1,  so  that  it  will  be  possible  to  use  a 
motor  with  a  less  "rigid"  mechanical  characteristic. 

Selection  of  basic  parameters  for  rotary  platform.  The  gyroscope 
parameters  H,  K^,  and  the  moment  of  inertia  J,  the  static 

moment  M  of  the  rotating  platform,  the  maximum  steady-state  value  of 
s 

the  amplifier  output  voltage  U*  the  velocities 

u)*  and  the  corresponding  angles  p*.  and  P*  and  the  angle 

and  the  damping  factor  b  will  be  regarded,  as  given. 

It  should  be  remembered  in  selection  of  the  device's  parameters 
that  the  damping  factor  b  and  the  product  (nTp)^^  do  not  depend  on  the 
coefficient  K^y2*  usually  satisfy  ourselves  of  this  by  substi¬ 

tuting  the  value  of  given  by  Equality  (29)  in  Expressions  (49)  and 

(63). 

Thereafter,  all  expressions  will  show  only  the  absolute  magni¬ 
tudes  of  velocities  and  angles,  so  that  we  shall  not  write  the  abso¬ 
lute  bars  in  order  to  simplify  our  notation. 

The  minimum  required  motor  power  (in  watts)  may  be  determined 


by  the  formula 


/^n9,81wSni 


substituting  p.  =  b;i„,  <u;t„  ■=  m  Expression  (28)  and 

solving  it  for  K^,  we  obtain 


Equating  this  expression  for  to  Expression  (29)  and  solving  the 
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resulting  equation  for  ^dvr  we  obtain 


where 


'Sriaia  f“/ 


, _  ?«»ii  - 


Using  Formula  (93),  we  determine  the  required  value  of  the  motor's 
mechanical- characteristic  rigidity  ■'dvr 

setting  and  u;  =  U;  ^3^  In  Equation  (27),  we 


obtain  from  it 


It'  _  OT»  MM 

— UT' 

i/ymu  "if 


The  motor  should  be  selected  on  the  basis  of  the  magnitude  of  UJ 
and  the  values  found  for  and  K^y2* 

The  values  of  the  damping  factor  U^.^,  the  amplifier  gain  K^,  the 
time  constant  T^^  and  the  natural  nondamplng-oscillatlon  frequency  Vq 
are  computed  from  Formulas  (26),  (29),  (19)  (45),  respectively. 

Substituting  (2)  In  (62),  we  determine  the  feedback-amplifier 


gain: 


]/  --  **-- 


(96)  . 


From  (49)  we  determine 


The  value  of  nTp  computed  by  this  formula  must  be  larger  than  or 
equal  to  the  value  of  (nT  )»  determined  by  Formula  (63).  Thus  the 

r  / 

basic  parameters  of  the  rotary-platform  device  may  be  determined.  If 
the  values  of  the  individual  parameters  are  found  Inapplicable  for 
one  reason  or  another,  it  is  then  necessary  to  change  the  Initial 
values  and  make  the  calculations  over  again. 

Let  us  now  consider  how  the  calculation  will  be  carried  out  when 
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value  of  K^y2* 

The  remaining  quantities  are  determined  in  the  same  way  as  when 
there  is  no  reducing  gear,  the  only  difference  being  that  is 

substituted  into  the  formulas  instead  of  •'dvr 

If  the  reducer's  ratio  i  and  the  voltage  UJ  are  regarded  as 
fixed,  the  coefficient  is  figured  from  the  formula 


/■Simla  ♦”/ 


(101) 


and  the  coefficient  Formula  (95) .  The  motor  is  selected  on 

the  basis  of  the  values  of  and  The  further  calculation 

remains  the  same  as  for  the  case  in  which  1  is  not  given. 


Use  of  rotary-platform  apparatus.  The  rotary  device  may  be  used 
to  test  both  integrating  and  differentiating  floated  gyroscopes.  Inte¬ 
grating  gyroscopes  are  subjected  to  the  following  basic  tests; 
a)  a  drift  test; 
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b)  a  test  of  performance  in  the  spatial- Integration  mode; 

c)  a  test  for  performance  In  the  geometrical-stabilization  mode; 

d)  determination  of  the  time  constant. 

To  test  a  gyroscope  for  performance  In  the  geometrical-stabiliza¬ 
tion  mode,  the  apparatus  (see  Fig.  1)  must  be  supplemented  by  still 
another  rotary  device,  which  is  secured  to  the  platform  1.  The  gyro- 
scope  to  be  tested  Is  mounted  on  the  rotating  platform  of  the  supple¬ 
mentary  apparatus. 

Let  us  devote  brief  consideration  to  the  basic  problems  Involved 
in  testing  integrating  gyroscopes  for  drift.  The  angular  rate  of  drift 
of  a  floated  integrating  gyroscope  (we  shall  denote  It  by  Is  the 

absolute  angular  velocity  with  which  it  is  necessary  to  turn  the  In¬ 
strument  about  its  input  (measurement)  axis  for  the  output  signal  of 
the  gyroscope  -  the  voltage  -  to  be  constant  (close  to  zero) 

with  a  current  ^2d  "  In  other  words,  this  is  the  speed  with  which 
the  instrument  must  be  turned  about  its  input  axis  to  set  up  a  gyro¬ 
scopic  mumexit  equal  in  magnitude  and  Opposed  in  sign  to  the  dlsturbanee 


torque  acting  on  the  floated  gyroassembly  about  its  axis  of  rotation. 

Consequently,  on  rotation  of  the  device  with  a  speed  ou  with  1^=0. 

dr  zd 

the  floated  gyroassembly  will  be  at  equilibrium,  so  that  =  const. 

If  the  Instrument  were  ideal,  l.e.,  1^*  Mp  =  =  0  were  the  case, 

then  0)^^  would  be  equal  to  zero. 

The  drift  of  a  gyroscope  is  determined  to  a  considerable  degree 
by  the  Imbalance  of  the  floated  gyroassembly  about  its  axis  of  rota¬ 
tion;  this  occurs  as  a  result  of  noncoincidence  of  the  unit’s  center  of 
gravity  with  Its  center  of  pressure.  The  component  of  the  angular  drift 
rate  governed  by  this  cause  Is  known  as  the  gravitational  drift  com¬ 
ponent  and  may  be  denoted  by  g^.  The  angular  velocity  g^  de¬ 
pends  on  the  orientation  of  the  floated  gyrounlt  relative  to  the 
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gravity  vector.  Also  dependent  upon  this  orientation  Is  the  magnitude 
of  the  residual  frictional  moment  In  the  supports  of  the  floated  gyro- 
assembly,  which  Influences  the  value  of  to  a  certain  degree. 

On  the  basis  of  the  above,  the  drift  rate  must,  as  a  rule,  be  de¬ 
termined  for  the  horizontal  and  vertical  positions  of  the  Instrument's 
output  axis  (the  axis  of  rotation  of  the  floated  gyroassembly) .  When 
the  Instrument's  output  axis  Is  horizontal,  the  observed  drift  rate 
(let  us  denote  It  by  g^j.)  Is  due  to  all  factors  giving  rise  to 
drift.  Including  the  Imbalance  of  the  floated  gyroassembly  relative 
to  Its  axis  of  rotation.  In  the  vertical  position  of  the  Instrument's 
output  axis,  the  drift  rate,  which  we  shall  designate  o),  ,  will 

not  contain  the  gravitational  drift  component,  since  with  the  axis  of 
rotation  of  the  floating  gyroassembly  In  its  vertical  position,  the 
moments  of  the  force  of  gravity  and  the  lifting  force  about  it  are 
zero.  Thus,  for  example,  the  drift  observed  In  this  case  is  governed 
by  all  factors  excepting  the  Imbalance  of  the  floated  gyroassembly  ' 
about  Its  axis  of  rotation.  In  the  latter  case,  the  frictional  moment 
In  the  supports  of  the  floated  gyroassembly  has  virtually  no  effect. 

Thus,  the  gravitational  drift  component  may  be. set  equal  to 

(102) 

In  drift  testing,  the  device  5  to  be  tested  should  be  secured  on 
the  platform  1  In  the  manner  shown  In  Fig.  1.  The  Instrument's  output 
axis  (x-axls)  and  Its  z^-axis  must  be  perpendicular  to  the  platform's 
axis  of  rotation;  the  device's  input  axis  (y-axls)  must  be  situated  • 
collnearly  with  or  parallel  to  the  platform  axis  of  rotation.  The 
angular  velocity  g^j.  should  be  determined  for  different  angles  ^  of 
Inclination  of  the  Zq-sxIs  to  the  plane  of  the  horizon,'  namely,  0=0, 
90°,  and  at  several  values  0°  <  0  <  90°.  In  these  tests,  the  platform 
axis  of  rotation  and  the  z^-axls  should  be  In  the  plane  of  the  meridian, 
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with  the.'  platrorrn  axla  of  rotation  inclined  to  the  vertical  through  an 


an/ph;  7  -i).  The  value  obtained  for  the  angular  velocity  00^^  for 


a  certain  specific  angle 


will  be  denoted  by  ^ 

In  determining 

form  axis  of  rotation  must  be  situated 
horizontally  (7  =  90°)  in  the  plane  of 
the  meridian. 

Thus,  In  drift  testing  of  Integrat¬ 
ing  gyroscopes,  it  Is  necessary  to  set 
the  platform  axis  of  rotation  (see  Fig. 

1)  at  various  angles  to  the  vertical.  One 


Fig.  i2.  RoLary-platl'orm 
ajjparatus.  i)  Base  of  ap- 
paratursj  2)  pedestal 
column;  3)  fork  arms;  4) 
housing  with  motor;  5) 
rotary  platform;  6)  bear¬ 
ings;  7)  sector;  8)  holes 
in  s>ector;  9)  locating 
pin;  10)  floated  inte- 
/'jrating  gyroscope  being 
tested;  11)  control  and 
monitoring  panel. 


possible  design  variant  of  the  rotary 
platform  (used  by  the  firm  Sperry),  which 
makes  it  possible  to  set  the  platform 
axis  of  rotation  at  various  angles  to 
the  vertical,  is  shown  in  Pig.  12.* 

(This  apparatus  corresponds  to  the  dia¬ 
gram  of  Fig.  1) . 


The  base  1  of  the  rotary  apparatus  rests  on  a  column  2,  which  Is 


completely  insulated  from  the  building  and,  consequently,  completely 
unperturbed  by  its  vibrations.  The  two  fork  arms  3  ^re  rigidly  se¬ 


cured  to  the  base  1.  The  housing  4  with  the  motor  is  fitted  with  two 


.journals  which  ride  in  the  bearings  6,  which,  in  turn,  are  carried  In 
the  arms  3.  The  Journal  axis  Is  perpendicular  to  the  rotation  axis  of 
the  platform  5.  The  Journal  axis,  which  is  the  Inclination  axis  of  the 
rotary  platform.  Is  set  in  a  strictly  horizontal  position  by  adjusting 
the  heights  of  the  feet  on  the  base  1.  The  left-hand  Journal  carries' 
the  sector  7  with  its  holes  8,  which  is  rigidly  secured  to  the  hous-  ' 
Ing  4.  The  locating  pin  9  is  found  in  the  left  arm  3*  By  Inclining 
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the  rotary-platform  unit  about  the  Journal  axis  and  pushing  the  locat¬ 
ing  pin  9  Into  any  of  the  holes  8,  the  rotation  axis  of  the  rotary 
platform  may  be  set  vertical,  horizontal,  or,  on  the  other  hand,  at 
any  angle  to  the  vertical  that  Is  a  multiple  of  the  angular  Interval 
between  the  holes  6.  The  Instrument  10  to  be  tested  Is  secured  to  the 
rotary  platform  5  In  such  a  way  that  the  rotation  axis  of  the  floated 
gyroassembly  will  be  perpendicular  to  the  platform  axis  of  rotation. 

As  we  have  already  noted,  the  Instrument's  Input  axis  must  be  situated 
collnear  with  or  parallel  to  the  platform  axis  of  rotation. 

Before  each  drift  test,  the  floated  gyroassembly  should  be  set 
up  In  Its  Initial  position  (B  ~  0).  This  can  be  done  by  connecting 
the  pickup  and  setter  In  the  circuit  of  a  feedback  differentiating 
gyroscope.  After  the  floated  gyroassembly  has  been  brought  to  Its 
Initial  position,  the  feedback  circuit  Is  disconnected  and  the  Input 
of  the  amplifier  9  (see  Fig.  1)  Is  connected  to  the  output  winding  6 
of  the  pickup.  The  control  winding  of  the  setter  Is  left  currentless, 

^zd  "" 

In  all  cases  where  Integrating  gyroscopes  are  to  be  drift- tested, 
the  angular  drift  rate  Is  equal  to  the  absolute  angular  velocity  of 
the  platform  about  Its  axis  of  rotation  ana,  consequently,  must  be 
determined  by  the  formula 

(103) 

where  Is  the  relative  angular  velocity  of  the  platform  about  Its 
axis  of  rotation,  as  determined  by  measuring  the  angle  and  time  of 
rotation  of  the  platform  In  the  drift  test  of  the  gyroscope,  l.e.. 


at  .  0; 


(104) 


[to  ]  Is  the  transmitted  velocity  of  the  platform  about  Its  axis  of 
rotation,  which  is  due  to  the  angular  velocity  of  the  Earth's  diurnal 
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rotation;  y  is  the  angle  between  the  platfonn  axis  of  rotation  (y-axls) 
and  the  vertical. 

Let  us  consider  a  somewhat  similar  drift  test  with  the  axes  x  and 
Zq  in  the  horizontal  position  (see  Fig,  1),  In  this  case,  the  position¬ 
ing  of  the  platform  and  instrument  relative  to  the  planes  of  the  hori¬ 
zon  and  the  meridian  should  correspond  to  the  diagram  of  Pig.  13a  (0  = 

=  Y  =  0). 

If  in  this  test  the  axis  Zq  is  not  in  the  plane  of  the  meridian, 
but  forms  a  certain  angle  with  it,  the  supports  of  the  floated  gyro- 
assembly  will  experience  an  additional  load  governed  by  the  gyroscopic 
moment 

sini 

acting  about  the  y-axls  and  arising  due  to  the  presence  of  the  hori¬ 
zontal  component  of  the  Earth's  diurnal  rotation.  However,  this  moment 
is  not  large  in  gyroscopes  with  small  H.  Thus,  for  example,  with  H  = 

100  g-cm-sec,  cp  =  60°,  and  =  90°,  the  moment  «  3.6  mg-cm.  In 
Fig,  13a,  the  angle  y  =  0. 

It  follows  from  Expressions  (31) f  (82),  (83),  (84)  and  (85)  that 
in  the  case  under  consideration,  the  relative  angular  velocity  of  the 
platform  <0^^^  •  <«•••,  »lth 

— <  •Ci<  — •><!«? 

The  limiting  values  of  this  velocity  are 

•z.-— (105) 

Substituting  Equalities  (103)  and  (104)  into  Formula  (103),  we 
obtain  the  limiting  values  for  the  angular  drift  velocity 


It  follows  from  this  that  the  limiting  possible  values  of  an  inte- 
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Fig.  13.  Positions  of  rotary  platform  In 
various  versions  of  the  drift  test  for  a 
floated  integrating  gyroscope,  l)  rotary 
platform;  2)  rotary-platform  axis  of  ro¬ 
tation;  3)  instrument  being  tested;  4) 
gyroscope  rotor;  5)  gyroscope  frame;  tj) 
horizontal  axis,  directed  north;  5)  ver¬ 
tical  axis,  a)  Axes  x  and  Zq  horizontal; 

b)  x-axls  horizontal,  z^-axls  vertical; 

c)  x-axls  horizontal,  but  Zq-bxIs  In¬ 
clined  to  the  plane  of  the  horizon  at  a 
certain  angle  t);  d)  x-axls  vertical. 


grating  gyroscope’s  angular  drift  rate  will  be  the  smaller  the  larger 
the  Intrinsic  moment  H  of  the  gyroscope  (all  other  conditions  the 
same).  This  Is  accounted  for  as  follows.  Since  the  angular  drift  rate 
Is  the  velocity  with  which  the  Instrument  must  be  turned  about  Its 
Input  axis  to  set  up  a  gyroscopic  moment  equal  In  magnitude  and  op¬ 
posed  In  sign  to  the  moment  Mp  +  then  the  larger  H  becomes, 
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the 


smaller  will  be  the  angular  velocity  necessary  to  set  up  the  re¬ 
quired  gyroscopic  moment.  This  conclusion  Is  obviously  not  simply  ap¬ 
plicable  to  the  case  under  consideration;  It  Is  general. 

If  the  natural  moment  of  the  gyroscope  H  and  the  coefficient  '‘zd 
of  the  Instrument  being  tested  are  ycnown  with  sufficient  accuracy,  It 
Is  expedient  to  deliver  a  current  =  I#  to  the  gyroscope  setter  In 

a  drift  test  according  to  the  diagram  of  Pig.  13a*  Then  the  drift  rate 

U  )  ^  will  be  directly  equal  to  the  relative  angular  velocity 

'  dr.gorM  =  0 

of  the  platform.  • 

Figure  13b  shows  a  diagram  of  the  placement  of  the  platform  and 
Instrument  In  a  drift  test  with  the  x-axls  horizontal  and  the  ZQ-axls 
In  the  vertical  poslton  (O  =  7  =  90^)*  this  case,  the  angular 
drift  rate  Is 

(•»f  ruf)i»*0’  *  '•m*  "I*  cot  ft 

If  a  current  I  j  =  to-  cos  q>  Is  fed  to  the  setter,  then 

*^zd  ^ 

(•af.  WT  *  ^hitmt 

To  determine  the  drift  velocity  for  the  case  In  which  the  x-axls 
Is  horizontal  while  the  z^-axls  Is  Inclined  to  the  horizontal  at  a 
certain  angle  the  platform  and  Instrument  must  be  set  up  In  ac¬ 
cordance  with  Fig.  13c.  In  this  case,  the  drift  rate  Is 

«ta  (f +♦•). 

If  a  current 

Is  applied  to  the  setter,  the  angular  drift  rate  will  be  equal  direct¬ 
ly  to  the  relative  angular  velocity  of  the  platform, 

Figure  13d  shows  a  diagram  of  the  platform  and  Instrument  po¬ 
sitions  In  a  drift  test  with  the  x-axls  In  Its  vertical  poslton  {y  » 

*  90®) .  In  this  case,  the  angular  velocity  of  drift  Is 
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•jr^=*V.+‘^coif. 


If  a  current  =  j_  m  cos  tp  Is  fed  to  the  setter,  then 

zd 


The  angular  velocities  of  drift  may  be  used  to  determine  the 
detrimental  moments  acting  about  the  axis  of  rotation  of  the  floated 
gyroassembly  (the  x-axls) .  Thus,  if  the  x-axls  is  horizontal  and  the 
ZQ-axls  forms  a  certain  angle  0  =  with  the  plane  of  the  horizon, 
then  the  gravitational  moment  acting  about  the  x-axls  is 

The  disturbance  moment  acting  about  the  x-axls  in  the  vertical  position 
of  this  axis  is 


It  was  noted  above  that  the  rotary  apparatus  considered  here  can 
also  be  used  for  testing  floated  differentiating  gyroscopes,  which, 
as  we  know,  are  used  for  precision  angular- velocity  measurements.  The 
most  highly  perfected  variety  of  this  instrument  is  the  floating  feed¬ 
back  differentiating  gyroscope  or.  In  other  words,  the  electric-spring 
gyroscope.  Its  output  signal  (quantity)  is  the  output  current  I^  of  a 
feedback  amplifier,  which,  in  an  Ideally  performing  Instrument,  must 
be  proportional  to  the  measured  absolute  angular  velocity  (u.  Thus,  in 
the  steady-state  mode  with  o)  =  const,  the  output  signal  must  be  equal 
to 


In  the  ideal  instrument  =  const.  In  actuality,  this  coef¬ 
ficient  will  be  practically  constant  only  in  a  certain  range  of 


velocities  o),  which  becomes  the  range  used  as  the  Instrument's  work- 

I 

Ing  interval. 

At  CD  =  0,  the  current  must  also  be  equal  to  zero.  However,  due 
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to  the  presence  of  the  moments  Mp  and  1^  0  when  w  =  0.  The 

angular  velocity  at  which  the  output  signal  actually  obtained  at  tu  =  0 
would  arise  In  an  Ideal  Instrument  (with  the  moment  =  0)  Is 

known  as  the  angular  drift  rate  of  the  differentiating  gyroscope.  The 
drift  rate,  which  we  shall  denote  by  may  be  determined  by  the 
formula 


where  I  .  Is  the  output  current  obtained  at  o)  =  0. 
u.dr 

The  rotary  installation  is  employed  to  determine: 

a)  the  angular  drift  rate  0)^^; 

b)  the  steady-state  values  of  the  current  as  functions  of 
the  angular  velocity  a>; 

c)  the  damping  factor  and  frequency  of  the  instrument's  natural 
undamped  vibrations. 
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[List  of  Transliterated  Symtols] 

BUX  a  vykh  =  vykhod  =  output 
=  zd  =  zadatchik  =  setter 
AT  =  dt  =  datchik  =  plcki^) 

r  =  G  =  Giroskoplcheskiy  moment  =  gyroscopic  moment 
3  =  Z  =  Zemlya  =  Earth 
OTH  =  otn  =  otnositel'nyy  =  relative 
jj  =  d  =  dempfiruyushchiy  =  dan5>ing 
r  =  g  =  girouzel  =  gyroassembly 
n  =  p  =  pomekha  =  disturbauice 
T  =  t  =  treniye  =  friction 
CMCT  =  sist  =  sistematicheskly  =  systematic 
CJi  =  si  e sluchaynyy  =  accidental 
K  =k=  kompensatsionnyy  =  cojig)en8ation 
n  =  p  =  preuurazuvatel’  =  coiiVerter 
*  dv  =  dvlgatel'  =»  motor 
y  =  u  a  usllltel'  =  amplifier 
c  =  s  =  staticheskiy  =  static 
ip  =  tr  =  troganlye  =  pickup 
np  =  pr  =  predel'nyy  =  limiting 
hp  =  dr  =  dreyf  =  drift 
rp  =  gr  =  gravitatsionnyy  =  gravitational 
rop  =  gor  =  gorizontal*nyy  =  horizontal 
BepT  =  vert  *  vertlkal'nyy  =  vertical 
nep  a  per  a  perenosnyy  a  transmitted 

s  dif  a  dlfferentslruyushchiy  =  differentiating 
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